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DIRECTIONS  for  fitting  the  Reflecting  I elefcopes 
'  "  for  Observations.  ^ 

I R  S  T  take  the  S.opF,  out  of  of  teg- “fetoS 

*&  K  S  ^ISiKtaw-’d  ft  t  SSV&kJC  Sv^fW- 

„ it liesi*n the S^WS ? S !ft® 

Face  with  your  Fingere,  oi  bieathitifc,  yn^  »  .  P  .  r~ - f  r.  r  •  ii...iB.>. 

of  the  Metal  to  h^h^  ^  r,f  riw  MphI  mnft  he  eently  pufh’d  up 

ffie  ttiree  screw;,  <-<->  <->  "?w  , .  ,  .  Care  that  vou  do  not  force  the  Screws  too 

H>f  Shf  *“d o  £’ M 3”ffl  Ste  tod  «  tai  or  the  Pieces  of  Wood  againft 
hard,  for  if  you  do,  me  r  eta  Metal  b  ■  tbus  carefully  plac’d, 

which  it  bears,  will  be  f^d  away.  The  Rettex  JV,  ^  S  f0  bg  doyneFis,  t0 

tht  F/rP  Htde^pecXm  N  ouf  of  the  Drawer,  by  putting  your  Finger  into  the  Hole 

taf  flop  wiod^H^lding  it  by  that  Part,  (without  touching  or  breathing  upon  the 
of  the  Wooax  ana  nuiumg  y  Qi;Her  K  and  bv  turning  the  two  oval  Bra  is 

Metal,)  you  muft  put  it  into >  1  s  <  falling  out,  and  the  little  Speculum 

Plates  over  the  Ends  of  it,  it  will  be  ecurea  ^  ^  £  e,Glaffes  0,  0r 

•  P,1  muftabeUfaken°and  taw'd  ilito  die  Hole  in  the  Slider  K  ;  and  fo  is  the  Telefcope  fit- 
ly  prepared  for  Oblervations. 


DIRE  C TION  S  for  making  Observations  with  thefe  Telefcopes* 

-  -  ,  •  .  1  rAUl^.O-  lia  Inf 


1  H  F  Obferver  muft  firft  dired  the  whole  Machine  towards  the  Objed  he  intends 
H*EobM  retting  down, 


his  Left- Hand '10' the1  Kn^^and  muff  place^his^R^glu-Eye«)the^E^-Stopof^tlwFnider 

?ufthfobieya  !RK  h2 

Finder, ^and1  by  paKingTiis  Right-Hand  to  the  appears 

Soft  plaklndX? ^wTaTC  differ  Sft°fc 

%  ;  ^  die  Slider  muft  be  b-ght  mwaMs  m 

fKSSKta  for* Day  Objefts,  Lf  are  required  to  appear 
ered,  the  three  Eye-Glaffes  in  the  Cell  P  are  to  be  made  u.fe  of. 


N  B.  If  the  Mcfting  McbIs  «e 

IlSS1 f”£Zltg 5  m2,,  »C  Silk,  until  itir  dr,„nd  tire,  will  *«by 

be  reftored  to  their  former  Splendor. 


Theft  RefleBing  Telefcopes,  with  Micrometers  fitted  f  A  JreB  clock! and  Watches, 

fcopes,  with  proper  Refls  to  fupport  them ;  and  MmfanTeU]c^v,»mtO‘m 
if ebferving  the  exaB  Time  of  the  Sun’s  coming  to  the  Men fan-  alfo  la  ge  Quadrants  of  ay 
Ind  all  other  Mathematical  Inftruments ,  are  accurately  Made  and  Sole  y  ' 

„  ^  ,  d?£v  •  GEORGE  HEARNE,  Mathematical-Inftrument-Maker 

fTjwll'fyddr  vllniw  Aten  near  Fleet-Street ,  London. 
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